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ABSTRACT: Surface-enhanced Raman spectroscopy (SERS)
pushes past the boundaries and inherent weaknesses of Raman
spectroscopy, with a great potential for a broad range of applications
particularly, for sensing. Yet, current real world applications are
limited due to poor reproducibility, low-throughput, and stability
issues. Here, we present the design and fabrication of self-assembly
guided structures based on adjustable block co-polymer (BCP)
nanomorphologies and demonstrate reproducible SERS enhance-
ment across large areas. Golden three-dimensional (3D) nano-
structured morphologies with controllable dimensions and mor-
phologies exhibit high chemical stability, enhanced plasmonic
properties and are highly suitable for SERS substrates due to the
strong enhancement of the electromagnetic ﬁeld. Adjustable, free standing porous nanostructures, continuous in 3D space are
achieved by removal of selected BCP constituents. Four BCP morphologies and the corresponding achievable enhancement
factors are investigated at 633 and 785 nm excitation wavelengths. The choice of excitation laser is shown to greatly aﬀect the
observed signal enhancement, highlighting the sensitivity of the technique to the underlying surface architecture and length
scales. By using BCP assemblies, it is possible to reliably tune these parameters to match speciﬁc applications, thus bridging the
gap toward the realization of applied metamaterials. The fabricated SERS platforms via three-dimensional block co-polymer-
based nanoarchitectures provide a recipe for intelligent engineering and design of optimized SERS-active substrates for
utilization in the Raman spectroscopy-based devices toward enabling the next-generation technologies fulﬁlling a multitude of
criteria.
KEYWORDS: surface-enhanced Raman spectroscopy (SERS), block-co-polymer nanomorphologies,
tuneable golden 3D nanostructures
■ INTRODUCTION
Block co-polymer (BCP) nanoarchitectures have been
emerging as straightforward and high-throughput platforms
for designing and fabricating a range of large-area nanostruc-
tures with controllable dimensions, composition, and spatial
arrangement. Considerable research has been directed toward
fabricating and exploiting the self-assembled BCP microphases
for their potential implementation into a variety of functional
applications, including additives to enable enhanced toughness
of plastics and polymer blend composites, guiding the synthesis
of nanoparticles1 acting as capsules for drug delivery,2
platforms for organic photovolatics, electronics, data storage,
and sensors.3−6 Surface-enhanced Raman spectroscopy
(SERS) has been concurrently, a topic of extensive scientiﬁc
investigations in particular, because of its high-sensitivity and
speciﬁcity for tracing molecular ﬁngerprints, aided by optically
excited localized surface plasmon resonances (LSPRs), yielding
intense local electric ﬁelds on metal micro to nanostruc-
tures.7−9 A signiﬁcant SERS enhancement can be achieved via
the coupling of the excitations of surface ﬁelds to adsorbed or
proximal molecules.10−12 The substrate on which SERS10,13−21
is performed is often the crucial factor for successful signal
enhancement. However, consistent and controllable fabrication
of SERS-active, sensitive and adjustable surfaces still remains
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challenging. SERS substrates are often limited by instability
and lack of tuneability. Since every ﬂaw in the substrate has a
direct and considerable impact on the ultimate signal, SERS
still requires development of methods for designing,
fabricating, and controlling the surface architecture. Many
studies exploit nanoparticle-based systems for SERS enhance-
ment and consequently, their reproducibility, stability, and
practical applications remain debatable.22−25 The vast majority
of top-down synthetic routes to generate nanostructures are
based on conventional patterning techniques and are typically
expensive, complex and often require precise integration of
multistep processes while exhibiting a limited scalability,
highlighting the need for more reliable and straightforward
lithographic methods to develop eﬃcient access to adjustable
three-dimensionally (3D) isotropic nanostructures. This has
driven extensive eﬀorts to explore novel processes for the
fabrication of highly ordered 3D structures with sub-micro-
meter periodicities, signposting BCP self-assembly as an
alternative bottom-up lithographic method, enabling speciﬁc
orientations from chosen materials on supporting substrates, as
a platform for a next generation of miniaturized devices.
However, the utilization of self-assembled BCPs for
plasmonics, including SERS, has only recently begun to gain
traction9,26,27 but still remains predominantly underexplored.
Recently, Zhang et al. reported the use of BCP cylinders
integrated with silver nanoparticles for enhancing Raman
signals,28 although for practical SERS applications, gold, being
more inert and stable, is more suitable than silver.
Furthermore, none of the studies has paid attention to the
optimization and tuning possibilities, which can be accessed via
the range of morphologies of BCP-based substrates for
advanced SERS applications. Careful control, understanding,
and subsequent intelligent engineering can, therefore, further
enable the tailoring of bottom-up BCP morphologies for the
generation of “hot-spots”; to take full advantage of the
synergistic functions of the resulting BCP-based SERS
architectures.
Here, we demonstrate a range of gold SERS-active 3D
nanostructures fabricated from block co-polymer self-
assembled materials and study their corresponding SERS
enhancement and optical properties. Through tailoring the
BCP synthesis and tuning the self-assembly, combined with
guidance and fabrication of nanomorphologies with character-
istic length scales, patterning method and laser frequencies,
ﬂexible 3D architectures are fabricated, which are diﬃcult to
achieve in another fashion. The fabricated 3D gold SERS
substrates are based on block-co-polymer microdomain
morphologies and comprised of planar (lamellar) structures,
cylindrical (both parallel and perpendicular to the supporting
substrates), and gyroid (double and free-standing) morphol-
ogies. Selective degradation of the self-assembled phase-
separated BCP components, plated with a plasmon-active
metal (gold) eﬀectively enhances the electromagnetic ﬁeld,
yielding high SERS signals. Consequently, we have designed
nanostructured substrates with varying, laser-matching SERS
enhancements, which are known to exhibit diﬀerent Raman
signal augmentation at diﬀerent excitation wavelengths.
Characterization of the photonic properties of 3D BCP-
based nano-morphologies revealed that these composite
nanostructures behave like new metals with distinct optical
characteristics, with a plasma edge shifted to longer wave-
lengths and a transparency that is greatly increased compared
to naturally occurring bulk metal.29 Substrates with tuneable
(controllable) surface plasmon resonances of the nanostruc-
tures matching the excitation lasers are essential for gaining the
highest enhancements. Broad surface plasmon resonances are
needed, especially with red and near-infrared excitation lasers
so that high electric ﬁelds at both the excitation and Raman
scattered wavelengths can be available, to allow for the highest
enhancements to be obtained.30 The obtainable optical
properties can be further tuned immensely by variation of
the unit cell size, the ﬁll fraction, choice of the BCP
morphology, and the plasmonic metal used for ﬁlling into
the template, building upon the various approaches developed
to tune the size, shape, and spacing of BCP domains and the
nanostructures derived from them.31−35 The architectures
fabricated here can provide low-cost, simple, large-active-area
substrates, with broad plasmon resonances which open a
window for a range of SERS active, easily switchable structures
to accommodate various applications toward developing novel,
adjustable photonic metamaterials and miniaturized devices.
■ RESULTS AND DISCUSSION
The phase diagram in Figure 1 demonstrates the designed and
fabricated BCP assemblies containing a range of nano-
structured morphologies, including the double gyroid (DG),
free-standing gyroid (FSG), mixed combination of parallel and
perpendicular to the substrate, (MCYL), hexagonal cylinder
domains and only perpendicular cylinders (CYL), accordingly.
In the bulk, various morphologies that depend on the relative
volume fraction of one block relative to the other produce
complex nanostructures due to the microphase separation of
the BCPs on the molecular scale resulting in a spontaneous
formation of a broad spectrum of ordered nanostructures. The
evolving nanomorphologies from the BCP melt are determined
by the competition of entropy and the enthalpy between the
Figure 1. Schematic representation of the fabrication of four
morphologies for SERS substrates from the available self-assembled
range of BCPs. (i) Three-dimensional gyroid nanostructures
comprised of three rotated arms at the 3-fold junction with each
arm attached to another set. (ii) Tuning the volume fractions of the
blocks yields lamellae and cylinder morphologies. (iii, iv) Fabrication
of mixed (hexagonal and lying) cylinder arrays and those
perpendicular to the substrate (iv) via annealing of poly-
(ferrocenylsilane)-block-polylactide (PFS-b-PLA) ﬁlm above the
glass transition temperature, Tg in a capacitor like set-up with an
applied Ef of 155 ± 15 V/μm, which are solidiﬁed by quenching to
room temperature. Mixed morphology comprised of a combination of
parallel and perpendicular to the substrate cylinders can be generated
in-between (iii) and (iv) by controlling the strength of the applied
electric ﬁeld.
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two blocks and eventually result in the minimization of the
system’s energy, yielding the most favorable conﬁgurations.
BCP phase morphology typically evolves at the length scale
of tens of nanometers and can be controlled by the volume
fractions of the constituent blocks, whereas the total number of
monomers N in the BCP chain determines the dimensions of
the nanostructure. Lamellar morphology typically results from
the alternating symmetric BCP layers, whereas higher levels of
one constituting block volume fraction yield asymmetric
morphologies comprised of one component forming the
minority phase and the other, the matrix phase and ﬁnally,
with the bicontinuous gyroids (Figure 1i) formed between the
lamellae (Figure 1ii) and the hexagonally packed cylinders,
oriented parallel to the substrate. BCP self-assembly of
random-coil polymers is a highly eﬃcient process and on
supporting surfaces, many of the co-polymer morphologies
exist naturally in a thin ﬁlm or layer geometries. However, the
interactions of the blocks with the surface typically result in an
orientation of the microdomains parallel to the substrate,
(Figure 1iii) limiting the successful replication of “lying”
cylinders due to the collapse of the structure following the
removal of the matrix during the templating process.
Well-deﬁned nanostructures with long-range positional
tuning and a high-degree of alignment can be achieved by
controlling the hydrodynamic ﬂow and the strength of applied
ﬁeld in a microcapacitor device. Therefore, an experimental
set-up for exposing BCP ﬁlms to an electric ﬁeld, without a
gap, was assembled to perpendicularly align the cylinders lying
parallel to the supporting substrate inside the BCP thin ﬁlm.
Application of an external electric ﬁeld, Ef, enables control of
the degree of alignment of the hexagonally ordered cylinders,
between lying to perpendicular orientations as well as
(between Figure 1iii to iv, accordingly) mixed cylinders
morphologies, i.e., MCYL. Annealing above the glass transition
temperature of the thin BCP ﬁlm, without applying an external
electric ﬁeld, results in cylinders which predominantly remain
oriented parallel to the substrate with distinctive areas of a
terraced-like morphology (Figure 1iii) due to the reorganiza-
tion of the highly mobile chains in the BCP melt.
Polystyrene-b-poly(D,L-lactide) (PS-b-PLLA) block-co-poly-
mer was used to synthesize the double gyroid nanostructure
comprising two interpenetrating, three-dimensional and
continuous networks containing 39% ﬁll fraction (Figure 2a).
Selective degradation of the minor phase, while preserving the
majority one in a phase-separated block co-polymer morphol-
ogy, by ultraviolet (UV) ozone etching and via a subtle
hydrolytic-degradation, yielded a free-standing gyroid template
(Figure 2b), which was subsequently coated with inorganic
material such as gold (Figure 3). Thin ﬁlms (50−400 nm) of
poly(ferrocenylsilane)-block-polylactide (PFS-b-PLA), spin-
coated onto a p-doped silicon wafer (covered with a 50 nm
gold layer on their backside) or on the ﬂuorine-doped tin oxide
(FTO) glass, formed a cylindrical microphase morphology
with an ordered block co-polymer containing cylinders of PLA
in a matrix of PFS, lying in the plane of the ﬁlm (Figure 2c).
Cylinder orientation parallel to the ﬁlm’s surface is typically
thermodynamically preferred because of the diﬀering surface
energies of the two blocks at one or both interfaces. The
electric ﬁeld-guided surface morphology of co-polymer
cylinders annealed above the glass transition temperature in
the capacitor sandwich with an applied voltage of 3−4 kV
yielding vertically aligned cylindrical nanodomains parallel to
the axis of the electric ﬁeld lines, (Figure 2d) due to the
Figure 2. Scanning electron microscopy (SEM) and atomic force
microscopy (AFM) characterization of the BCP-based nanomorphol-
ogies. Tilted (a) and a top-view (a, inset) images of the initially
fabricated DG morphology and (b) FSG nanostructures after the
selective removal of the minor phase yielding matrix with
interconnected networks as a template for further nucleation and
growth of inorganic material. (c) As-spun thin BCP ﬁlm reveals
microphase morphology of lying cylinders (inset) which are then
reorganized into vertical cylinders (d) mixed with areas of lying
cylinders (MCYL) (d, inset) after the electric ﬁeld application and
annealing in a controlled manner.
Figure 3. Gold-plated three-dimensional nanomorphologies. Low-
angle backscattered scanning electron microscopy (LAB-SEM)
images of Au-plated and -sputtered nanostructures of (a) FSG with
a unit cell of 20 nm and ﬁll fraction of 21% and (b) DG with the
corresponding MATLAB-generated simulations of the nanostructure’s
cell-unit (inset). (c) AFM height image of aligned cylinders
continuously spanning the two electrodes with cross-sectional SEM
(c, inset) revealing voids left by removal of the minor phase and
subsequently gold plated and sputtered. (d) Surface SEM of the Au-
replicated mixed cylindrical morphology after UV ozone etching of
PFS matrix with the FFT of the image (inset).
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ﬂuctuations of the cylinders around their equilibrium positions
and reorganization of the annealed microphase morphology
toward a higher lateral symmetry. In the assembled micro-
capacitor-device geometry, the electric ﬁeld results in an
aligning torque on the BCP cylindrical morphology and
enables control and manipulation of the degree and proportion
of the alignment yielding the mixed nanomorphology of
MCYL (Figures 2d, inset and 3d).36,37
Subsequently, a range of gold-plated nanostructures based
on branched 3D organic/inorganic nanohybrids was fabricated.
Au-plated DG (Figure 3b) and FSG (Figure 3a) intercon-
nected nanonetworks were generated via selective degradation
of the PLLA phase and plating with gold (200 ± 30 nm) via
electrodeposition or sputtering (see Supporting Information,
S1), followed by the UV irradiation, at a wavelength of 254
nm, removing the sacriﬁcial organic layer. Hydrolytic removal
of the PLA phase in the cylindrical morphologies and the
subsequent electroplating of gold nanolayer, provided topo-
graphic cylindrical features, visible in the AFM height and
cross-sectional low-angle backscattered scanning electron
microscopy (LAB-SEM) images, (Figure 3c and inset)
revealing vertically organized cylindrical phase morphologies.
Absence or existence of a characteristic frequency in the two-
dimensional fast Fourier transform (2D-FFT) power spectrum
further helps to identify the lack or existence of the
corresponding periodical structural patterns. The lower
symmetry of the 2D-FFT power spectrum, corresponding to
the experimentally obtained SEM image, pattern in the inset of
Figure 3d is indicative of the shorter-range packing in the case
of the mixed cylindrical nanomorphologies with a proportion
of horizontal and vertical cylinders (Figure 3d).
SERS performance of the four fabricated nanostructures was
evaluated through adsorbing a monolayer of benzenethiol, as a
Raman probe, from a 10 μM ethanolic solution on each gold
nanosurface (Figure 4a) at excitation wavelengths of 633 and
785 nm as well as using rhodamine 6G (R6G) as a Raman
active molecule (see Supporting Information, S3).17,38,39
Notably, SERS spectra of benzenethiol exhibit a diﬀerence in
intensity of the Raman bands at diﬀerent excitation wave-
lengths. Although strong Raman bands at 1000, 1027, and
1070 cm−1, corresponding to the aromatic ring breathing
modes, in-plane C−H deformation and rocking vibrations of
benzene are observed under excitation of both 633 and 785
nm, at the shorter laser wavelength of 633 nm additional
Raman bands, above 1300 cm−1 are also enhanced. The
absolute enhancement factor (EF) (Figure 4b) for the FSG-
based SERS substrate was found to be 6.1 × 107 and 6.7 × 107
at 785 and 633 nm, respectively. For the other three
nanostructures of CYL, MCYL and DG, the EF was
consistently higher at 785 nm excitation laser with 38%
increase in enhancement for the CYL (EF = 4.5 × 107 and 3.2
× 107 at 785 and 633 nm, respectively) and 61% for the MCYL
(EF = 5.0 × 107 and 1.9 × 107 at 785 and 633 nm,
respectively) in comparison to excitation with a 633 nm laser.
The smallest enhancement was observed for the DG based
SERS nanostructures with EF of 2.6 × 106 at 785 nm and 9.6 ×
105 at 633 nm. The substrates exhibited a good SERS signal
reproducibility which was established by examining random
areas (n = 10) across each surface under identical experimental
conditions using benzenethiol monolayer as the SERS probe,
yielding similar relative peak intensities. Uniform and
consistent SERS signals were detected from diﬀerent locations
across each sample area as well as across several substrates
under identical experimental conditions, with the correlated
SERS based enhancement factor calculation, (see Supporting
Information, S2) demonstrating that the values are narrowly
distributed around the average of (8.2 ± 1.2) × 107, (4.5 ±
2.3) × 107, 6.6 × 107 ± 8.9 × 106 and (3.5 ± 1.3) × 106 for
FSG, CYL, MCYL and DG, accordingly (Figure 4c). Based on
the 0.95 conﬁdence interval data, we therefore expect the
diﬀerence in enhancement factor as measured between the
diﬀerent areas to lie between (5.8 × 107, 1.1 × 108), (4.6 ×
107, 9.0 × 107), (4.9 × 107, 8.4 × 107) and (7.8 × 105, 6.1 ×
106) for FSG, CYL, MCYL and DG, respectively. Importantly,
all the EFs are on the same order of magnitude of ×107 (for
FSG, MCYL and CYL) and ×106 (for DG) with the small
variation in the pre-factor values, with the largest diﬀerence in
the SERS EFs of less than 7-fold for the DG and less than 2-
fold for both the for the MCYL and the FSG (Figure S2),
indicating good signal reproducibility in agreement with the
typical SERS platforms, considered highly similar even when
showing a nearly 1 order of magnitude diﬀerence.40 The EF
achieved with these morphologies is of similar or higher
magnitude to the commercially available SERS substrates such
as for instance, Mesophotincs,41 ST Japan,42 Stellnet Inc.43 as
well as to the conventional surfaces reported in literature.4,44,45
Interestingly, only for the FSG nanostructure, the relative
SERS enhancement of benzenthiol molecules was found to be
Figure 4. BCP-based SERS substrates. (a) Representative SERS spectra of benzenethiol (inset) recorded from substrates excited with a 633 nm
(blue) and 785 lasers (red) with typical Raman bands at 1000 and 1070 cm−1 of the aromatic ring deformation vibrations. (b) Relative SERS
enhancement of the 1070 cm−1 peak with the highest signal enhancement obtained for the FSG with 633 nm followed by MCYL with 785 nm. (c)
The average SERS enhancement factors (EFs) of the 3D SERS-active nanomorphologies across 10 areas on each substrate indicate uniform
properties across the structured area with EFs of the order of 107−8 for FSG and MCYL and only 105−6 for the DG nanostructures.
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both the highest as well as greater while using the 633 nm laser
versus the 785 nm, in comparison to the rest of the
nanoarchitectures, for which the 785 nm yielded higher
enhancement of the signal relative to the 633 nm.
Furthermore, the MCYL SERS surface demonstrated the
biggest increase in enhancement using the 785 nm excitation
laser versus the 633 nm, greatly exceeding the DG
nanostructure, which showed the lowest EF amongst the
fabricated substrates (1.9 × 107 compared to 9.6 × 105)
(Figure 4b). This can be explained by the fact that SERS
enhancement eﬀect is dependent on the wavelength and
mainly arises from the LSPRs of the nanoarchitectures and
therefore, a particular SERS substrate will exhibit highest
enhancement at a certain excitation wavelength. These results
indicate that the FSG is the optimal nanostructure to be
exploited with the 633 nm excitation laser to yield the highest
enhancement. However, since BCP morphologies that are
bicontinuous in all three spatial dimensions are still rare and
diﬃcult to manufacture in particular, over large areas, the
MCYL morphology presents itself as a particularly promising
and viable candidate as a strong SERS enhancing substrate
with a 785 nm laser. Since the shape of the nano-morphology
plays an important role in SERS, and the electromagnetic
enhancement is strongly dependent on the surface morphology
and precise shape of the features at the metal surface, the
optimal SERS enhancement requires a delicate balance
between the excited and scattered wavelengths with the
plasmon peak of the metal nanostructure. A plasmon which
can be excited at the scattered wavelength out-couples the
Raman scattered radiation more eﬃciently. This is important
especially in the near-infrared, where the laser excitation and
the Raman scattered radiation can be signiﬁcantly diﬀerent in
terms of wavelength and hence, excitation or existence of
plasmonic absorption at one of these is not suﬃcient for
obtaining the highest SERS enhancements. We show that the
enhancement factors in SERS are dependent on the excitation
wavelength for the same SERS probe molecule even for the
same nanostructure. While thiols, such as mercaptobenzoic
acid, bind covalently to the gold surface, there has not been
any report of contribution of chemical enhancement
mechanism in studies using 633 or 785 nm excitation
wavelengths46 except when using semiconductors as sub-
strates.47 Hence, we can conclude that in this case the
electromagnetic enhancement mechanism is the primary
reason for the enhancements of 105−108 observed for the
various structures.
While the SERS activity of the plasmonic BCP-morphologies
is promising for detection applications due to uniform and high
EFs the optical properties of these metamaterials themselves
are interesting. New optical properties emerge, diﬀerent to
bulk gold in these metamaterial-like nanostructures. Figure 5
shows the transmittance spectra recorded with unpolarized
light in the visible range on each gold-plated nanostructure
sample (Figure 5, inset). The spectra are normalized relative to
the transmission from a smooth gold ﬁlm on the same
supporting substrate.
For the gold inﬁltrated nanomorphologies there is a distinct
change in the position of the extinction wavelength maximum.
For the FSG, a characteristic extinction peak in the
transmission is observed around 600 nm, which shifts
progressively to higher energy of 485 nm for CYL, 520 nm
for MCYL and 540 nm for the DG. The MCYL extinction
maximum at 520 nm absorption max is also observed for
nanoparticles (20 nm particles) while for bulk gold it is further
blue-shifted to 500 nm or below and is related to inter-band
transitions, here it is additionally attributable to multi-domain
structure as the plasma frequency is inherently modiﬁed by the
nano-structuring and corresponding air-ﬁlling fraction.48 For
single gyroid metamaterials fabricated in gold, properties such
as enhanced transmission have been previously observed due
to their sub-wavelength architectures and the arising plasmon
resonances.29 The transmission spectrum in Figure 5 of FSG
nanostructure is qualitatively similar to that shown for single
gyroids previously. The diﬀerence in the maximum extinction
wavelength at 600 nm compared to the one reported by
Salvatore et al.29 is attributed to the 20 nm unit cell size in the
fabricated structures. For DG structures, very low transmission
is observed. This is not unsurprising as Hur et al. have
previously predicted a diﬀerent mechanism of propagation of
surface plasmons in double gyroid metamaterials.49 The
existence of two interpenetrating continuous plasmon metal
networks induces local capacitance and alters the surface
plasmon propagation. Thus, losses can be higher and also
signiﬁcantly dependent on each of the interpenetrating
structures, e.g., their relative ﬁll-fraction or size of struts. The
ﬁlling fraction of double gyroid (DG) is higher at 39% than the
single gyroid (free standing gyroid; FSG) at 21%. As
mentioned by Salvatore et al.29 and further described by
Farah et al.50 that the reﬂectivity spectra depend on the
structural motifs such as the size of the struts and tune with ﬁll
fraction, gyroid pitch and dielectric ﬁlling. In our results shown
in Figure 5, there is a blue shift of the transmittance-dip
between the DG and FSG spectra consistent with the decrease
in the ﬁlling-fraction. Moreover, the polarization of domains
with respect to the incident light can also yield a blue shift of
spectra of metamaterials as shown by Vignolini et al.51
although in our case, we do not expect such diﬀerences
between FSG and DG ﬁlms. On the other hand, comparing the
spectra for the cylindrical structures we ﬁnd that the mixed
cylinders show two broad peaks while the aligned cylinders
show only one peak. This is attributed to the alignment of the
Figure 5. Optical properties of gold-plated nanostructures. Spectro-
scopic characterization of the optical behavior for transmission
conﬁguration with unpolarized incident light for each BCP-based
nanomorphology (red: FSG, green: MCYL, blue: CYL and black:
DG) with characteristic extinction peaks compared to a gold layer of
similar thickness. The blue shift is consistent with what predicted and
measured for metamaterials and porous gold and is due to a reduction
in the average electron density of the nanostructure and an increase in
the self-inductance of the interconnected network of gold.
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cylinders with respect to the polarization of the incident
(unpolarized) light. In the case of the MCYL the alignment of
the cylinders is both perpendicular and parallel to the surface
while in the CYL, the cylinders are predominantly
perpendicular to the surface. Although an analytical model to
predict the extinction peaks is beyond the scope of the current
work, we speculate that the broader peak at >600 nm is due to
the cylinders parallel to surface (longitudinal mode: along the
length) while the peak at ∼500 nm is due to the cylinders
perpendicular to the surface (transverse mode). To note, that
while the SERS enhancements of the substrates and the optical
properties are related, the optical properties of metamaterials,
even though fabricated from plasmonic materials, are
dominated by those due to their intrinsic structure. Plasmon
length scales are of the order of ∼100 nm, while metamaterials
such those demonstrated here have <10 nm length scales. The
SERS enhancements which are observed in our case provide
clear evidence that plasmons are excited in these metamate-
rials. However, the optical transmission spectra indicate that
the optical properties are more than due to plasmonic
absorption only with the understanding of the extraordinary
optical properties of novel plasmonic metamaterials being an
area of active, ongoing research.52
■ CONCLUSIONS
The guided self-assembly of the BCP blocks oﬀers a unique
platform for structuring materials with tuneable sizes on the
nanoscale thus, oﬀering a great variability of structural features
by the independent control of experimental parameters in a
robust manner, generating high-ﬁdelity consistent nano-
architectures across large substrate areas and subsequently,
enabling reliable manufacture of substrates with high SERS
enhancements. The optical properties of these nanomaterials
are found to be distinguished primarily by the morphology,
length scale and periodicity on which the constituent materials
are structured. The tuning of plasmon resonances can further
be accomplished by controlling the dimensions (size and
periods) of the microphase-separated nanostructures, through
alteration of the molecular weight and composition which in
turn, will allow the design of SERS substrates that generate
strong localized electromagnetic ﬁelds at optical wavelengths
that are required for the optimum SERS excitation by diﬀerent
laser sources thus, harnessing such inherently precise self-
assembly behavior of BCPs towards the realization of 3D
metamaterials. Dimensional control of the nano-morphologies
combined with theoretical modeling could further improve the
BCP-based SERS substrates and the enhancements that can be
obtained from them and is currently underway. Finally,
establishing of such a technique might also provide the
missing-link towards the realization of applied metamaterials,
heralding a new era for developing novel types of optical
materials from BCP self-assembly and their integration into
composite functional devices.
■ EXPERIMENTAL SECTION
Sample Preparation. The samples were prepared using the PFS-
b-PLA and PS-b-PLLA block-copolymers (volume fraction, f = 39%)
with thin ﬁlms spin-coated from a 5−10 wt/wt %, from toluene, onto
Au-plated p-doped silicon wafers or transparent FTO glass substrates.
The minority component was subsequently removed either by UV
etching (15 min at 254 nm) or exposure to plasma system (10 min,
O2 plasma) under controlled low pressure conditions. In order to
release the BCP ﬁlm prior or post degradation and for imaging
purposes, the underlying gold layer was removed via etching in 80:1
bromine to methanol solution. The resulting nanostructures were
plated via electrodeposition with Au with an initial nucleation step
between 0.0 and −1.2 V at a scan rate of 50 mV/s (average of three
cyclic voltammetry scans) followed by the deposition step (100 s,
−0.8 V) up to a thickness in ranges between 200 and 300 nm.53 A
reaction kinetics-controlled region (from −0.2 to −0.75 V) was
followed by a mass transport-controlled region (from −0.8 to −1 V),
featuring a cathodic peak characteristic of diﬀusion-controlled
electroplating processes. As the electroplating process was used to
obtain nanometer Au layers, the gold growth rate was slow enough to
enable careful control over the deposition process, generally achieved
in the kinetics-controlled region, where the applied over-potential
with respect to the open circuit potential value is small and therefore,
acts as the gold deposition driving force. Plating at E = −0.8 V, the
electrochemically-driven Au3+ reduction occurred at the working
electrode with a high deposition rate, leading to the formation of a
large number of initial nuclei which ultimately grow to overlap and
form a full layer with an average representative thickness of 200 nm
(at 100 s deposition time).54 The nanostructures were alternatively
(or additionally) covered with a thin Au ﬁlm using an Emitech
sputter-coater with a direct current Ar plasma (gold target purity
99.999%, Kurt J. Lesker Company) with two cycles of 10 s at 55 mA
were carried out.
Alignment of BCP Using an Electric Field. BCP thin ﬁlm was
spin-coated onto a supporting conductive substrate, serving as a
bottom electrode, of either silicon with a nanometre gold layer
evaporated on the back side of it or FTO glass with a thin layer of
silver paste around the edge of the substrate. A capacitor-like device
was subsequently assembled with vertical electric ﬁeld applied across
it (a constant high-voltage of 4 kV was applied across the assembled
capacitor device), while the BCP ﬁlm was annealed above the glass
transition temperature of both constituent blocks (Tg(PFS) = 103 °C
and Tg(PLA) = 57 °C). The opposing electrode was a 20 μm thick sheet
of Kapton with a 50 nm evaporated gold layer on the bottom side
along with a thin layer of 2 μm of poly(dimethylsiloxane) (Sylgard
184, Dow-Corning) spin-coated on front of it to establish a conformal
contact with the BCP ﬁlm.
Atomic Force Microscopy. NanoScope IV Multimode and
Dimension 3100 (Digital Instruments, Santa Barbara, CA) atomic
force microscope were used to thoroughly characterize the surfaces’
topography. The AFM measurements were performed using tapping
mode via an intermittent contact of the tip with the sample, in
ambient conditions. NSG 20 cantilevers with a resonance frequency of
260 kHz and a stiﬀness of 28 N/m were used. Height and phase
images were analyzed with the Nanoscope software (Digital
Instruments). To improve contrast, patterns were exposed to UV-
light and rinsed in cyclohexane to remove some of the PS phase.
Scanning Electron Microscopy. Samples for SEM imaging were
prepared by placing a post-experiment, disassembled substrate with
the generated patterns on an inclined or cross-sectional holder to
enable the imaging of the top and cross-sectional views. Scanning
electron micrographs were acquired using a thermally assisted ﬁeld
emission scanning electron microscope (LEO VP 1530 and FEI
Magellan and Helios) with a lateral resolution of 1−5 nm. A LEO
ULTRA 55 SEM instrument including a Schottky emitter (ZrO/W
cathode) was also used for imaging the samples with a typical
acceleration voltage of 2−5 kV equipped with the energy dispersive X-
ray spectroscopy. Scanning transmission electron microscope
(STEM) images were obtained using Hitachi s5500 with a cold
ﬁeld-emission source and lens detector with 4 Å resolution, allowing
adjustable acceptance angle STEM imaging. Low-angle backscattered
electron imaging mode was used to contrast the as-spun and those
gold replicated samples, providing the atomic number contrast. The
power spectrum results of BCP nanostructure images were obtained
with the image analysis program (ImageJ) applying a 2D-FFT
algorithm.
SERS Measurements. SERS measurements were carried out
using micro Raman spectroscopy system with InVia Qontor
spectrometer for confocal Raman (Renishaw Plc.) equipped with
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514, 633 and 785 nm lasers which was adjusted for optimal
throughput, ﬂuorescence control and sensitivity. Benzenethiol was
adsorbed onto the gold surface by soaking in a 10 μm solution in
ethanol for 30 min. The samples were then rinsed with ethanol and
left to dry in air for 15 min before measurement. The spectra were
typically acquired at 10 s exposure time and a laser power of 1−3 mW
to avoid photochemical eﬀects in the SERS spectra, sample damage or
degradation. SERS maps were generated in a Streamline mode scan
with 10 s exposure time and 50 mW power at 633 and 785 nm. A 50×
objective with a numerical aperture of 0.75 was used for SERS
measurements over a range of 500−1600 cm−1 relative to the
excitation Raman shift. Optical measurements were carried out with a
specially adapted research grade microscope (Leica DM 2700 M)
equipped with incoherent white light source, allowing confocal
measurements with 2.5 μm depth resolution. The spectra were
normalized with respect to those recorded on ﬂat gold or gold
covered ﬂat copolymer ﬁlm surfaces. An intelligent ﬁtting ﬁlter was
applied for baseline subtraction. After excluding regions with peaks,
the baseline was ﬁtted to all the remaining points in each spectrum
and a polynomial order of 8 with the noise tolerance of 1.50 was
applied.
Optical Characterization. Leica DM200 optical polarizing
microscope was used to investigate the optical texture of the samples.
The optical transmission characterization of the samples was
evaluated in terms of variations of the intensity of transmitted light
using unpolarized incident light and the attached spectrometer
(Horiba). The microscope xenon lamp acted as an illumination
source for the spectroscopic measurements. 100 um optical ﬁber
(ThorLabs) in the focal plane of 20× microscope objective working
distance has served as pinhole for the signal collection. Motorized
MicroHR Imaging Spectrometer with solid state UV coated silicon
over indium gallium arsenide detector for 200−1700 nm and the
SynerJY for Windows software were used for data acquisition and
analysis.
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